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Fig. 2. Demonstration of the assay using both contrived and clinical NP swab samples. (A) Schematic of ITP extraction and ITP–CRISPR detection operational
modes. A 2-min preincubation at 62 °C in lysis buffer is performed prior to on-chip ITP extraction (mode 1). Twenty-minute LAMP at 62 °C is performed off-
chip prior to on-chip ITP–CRISPR detection (mode 2). (B) Experimental images of on-chip labeled DNA and RNA focused (green) within the ITP peak during
nucleic acid extraction from clinical NP sample (mode 1). Ten microliters of NP swab sample is used as input. Nucleic acids are transferred into the LE reservoir.
(C) RT-PCR of E gene and RNase P gene on ITP-extracted nucleic acids from clinical NP samples. Covid19-D1 to Covid19-D3 are 1:10 serial dilutions of Covid19-
D0 in negative control (see Materials and Methods for details about clinical samples preparation). Inset shows RT-PCR standard curve for the E gene. (D)
Monitoring of fluorescence signal for contrived samples (mode 2). Fluorescence signal for LAMP amplicons of N gene, E gene, and RNase P targets versus time
for a contrived sample containing pooled nucleic acid extract from negative clinical NP swabs spiked with 20 viral genomes per microliter of reaction (n = 3).
Shaded region represents signal from no template control (NTC) (n = 10). (E) Analytical LOD of ITP–CRISPR method. Fluorescence readout at 5 min of ITP–
CRISPR assay (mode 2). An end-point fluorescence threshold value of 3 × 106 AU was used to determine the result. Synthetic SARS-CoV-2 RNA controls were
spiked into pooled negative clinical NP swab extracts before LAMP. (F) Fluorescence visualization of ITP peak during ITP–CRISPR detection. The ssDNA re-
porters with quencher/fluorophore are cleaved by Cas12–gRNA on recognition of target DNA, resulting in an increased fluorescence. (G) Results of the
complete 30-min assay on clinical NP swab samples. One of the positive samples (Covid19-D3) was verified to be below the 10 copies per microliter LOD of
our assay.
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of our SARS-CoV-2 RNA detection method with the
CRISPR–Cas12 assay of Broughton et al. (3) and the WHO RT-
PCR assay is provided in Table 1. Of course, all CRISPR-based
assay technologies offer reconfigurability to the detection of
novel pathogens by redesign of the preamplification primers and
gRNAs (which are synthetic nucleic acid components). For the
current ITP-based assay, this reconfiguration should not require
any changes to the microfluidic chip design, buffers, or hardware.
A disadvantage of our current assay’s workflow is the re-

quirement of intermediate off-chip manual steps for sample lysis and
LAMP. Our assay is also currently limited to processing 10 μL of raw
sample as input due to constraints placed by the microfluidic chip
design, and this could affect sensitivity. Scaled-up ITP channels for
extraction may mitigate the latter limitation. For example, a recently
developed commercial device (IONIC ITP system, Purigen Bio-
systems, Inc.) uses ITP for nucleic acid extraction with input sample
volumes of 200 μL. Although our work demonstrated the ITP–
CRISPR assay using laboratory-scale equipment (such as micro-
scope, sourcemeter, and camera), ITP-based detection systems can
be miniaturized into hand-held portable devices with fully integrated
electronic and optical hardware components. For example, a portable
ITP system developed by Kaigala et al. (23) integrated into a single
device a miniature laser (for laser-induced fluorescence), optical fil-
ters, photodiode sensor, a 300-V-output DC-to-DC converter com-
plementary metal–oxide–semiconductor (CMOS) chip powered by a
5-V universal serial bus (USB), and a microprocessor to capture and
transmit detection signal via USB. Lastly, large-scale manufacturing
of plastic microfluidic chips using injection molding would presum-
ably significantly lower the cost of a (consumable) microfluidic chip
per test.
There is growing demand for the development of rapid and

sensitive field-deployable tests for nucleic acids, especially for use
during pandemics such as COVID-19. Such tests can minimize
turnaround times (currently, mean of ∼14 h for Stanford hospital
COVID-19 test) between sample collection and result, alleviate the
workload on centralized testing laboratories, and enable rapid ac-
tionable decisions for treatment and control of disease spread.
Future work could include integration of our assay steps on a single
microfluidic device and a portable readout system (e.g., SI Appen-
dix, Fig. S11) to enable the development of an automated micro-
fluidic platform for rapid ITP–CRISPR-based nucleic acid tests
applicable at the point of care, including in low-resource settings.

Materials and Methods
This study was conducted with the approval of the Stanford University In-
stitutional Review Board (IRB protocol #48973), and individual consent
was waived.

Nucleic Acid Preparation. Synthetic ssRNA control for SARS-CoV-2 variant
(GenBank ID: MT007544.1) was obtained (Twist Biosciences) at a concen-
tration of 1 million copies per microliter. The ssRNA control sequences were
generated by the transcription of six nonoverlapping 5-kb gene fragments of
SARS-CoV-2, providing greater than 99.9% coverage of the viral genome. For
analytical LOD assays, dilutions of RNA stock solution were prepared in RNA
reconstitution buffer (GeneLink). LAMP primers and gRNA targeting the N and
E genes of SARS-CoV-2 and RNase P gene of human DNA were originally
published by Broughton et al. (3), and the sequences are listed in SI Appendix,
Table S1. LAMP primers (Elim Biosciences) were reconstituted in nuclease-free
water, and gRNAs (IDT) were reconstituted in RNA reconstitution buffer.

For ITP cofocusing visualization experiments, the Mtb target DNA se-
quence was used (SI Appendix, Table S1). One micromolar stock solution of
Mtb dsDNA was prepared by prehybridizing complementary ssDNA templates
(Elim Biosciences) in a buffer containing 50 mM Tris·HCl, 5 mM MgCl2, and
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Fig. 3. Evaluation of the ITP–CRISPR assay on clinical samples. (A) End-point
fluorescence readouts of the ITP–CRISPR detection assay (mode 2) for the N,
E, and RNase P genes performed on clinical samples. NP swab extracts from
32 positive (Left) and 32 negative (Right) patients, determined by the
Stanford clinical virology laboratory’s SARS-CoV-2 RT-PCR assay (14), were
tested. RT-LAMP was performed off-chip for 30 min prior to 5 min of on-chip
ITP–CRISPR detection. Positive/negative test interpretation is indicated by
+/− (SI Appendix, Table S2), and parentheses are used to indicate cases
where only one of N gene or E gene was detected. (B) Summary of test
results. ITP–CRISPR detection is compared against the Stanford hospital

clinical laboratory RT-PCR assay (14) which is adapted from WHO/Corman
et al. (1). The ITP–CRISPR assay showed 96.9% overall agreement with a
kappa value of 0.94 (95% CI: 0.85 to 1.0). Kappa statistics were calculated
using GraphPad software.
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1 mM (ethylenedinitrilo)tetraacetic acid at 37 °C. We designed a Cy5-labeled
gRNA (IDT; SI Appendix, Table S1) to target the Mtb dsDNA sequence.

Preparation of Contrived Samples for ITP–CRISPR Detection Assay. Deidenti-
fied residual eluates from 40 negative NP swab samples were acquired from
the Stanford clinical virology laboratory. Total nucleic acids were extracted
from 500 μL of NP swab specimen using QIAsymphony DSP Virus/Pathogen
Midi Kit and were eluted into 60 μL. The 40 eluates were pooled to provide
human nucleic acid background to match the clinical specimens. The nega-
tive attribution of the aforementioned samples was based on the results of
the Stanford SARS-CoV-2 RT-PCR test (14). Briefly, the protocol specifically
targeted the E gene of SARS-CoV-2 and also tested for cross-reactivity
among other high-priority pathogens from the same genetic family (in-
cluding seasonal human coronaviruses) and among other pathogens likely to
be present in the circulating areas. See protocol in ref. 14 for more details.
Synthetic SARS-CoV-2 RNAs of known concentrations were combined with
the pooled clinical nucleic acid extracts before performing analytical LOD
experiments for the ITP–CRISPR assay.

Microfluidic Chip and Preparation. ITP-based nucleic acid extraction and
ITP–CRISPR detection were performed using off-the-shelf glass microfluidic
chips (model NS12AZ, Caliper Life Sciences—subsidiary of PerkinElmer, Inc.).
A single chip consists of two cross-geometry channels wet-etched to a 20-μm
depth with a 50-μm mask width, resulting in a channel width of 90 μm and a
roughly D-shaped cross-section (SI Appendix, Fig. S14; see also ref. 24). The
cross-sectional area of the channel is 1,628 μm2. The main channel length
between the positive/negative electrodes is 72 mm (SI Appendix, Fig. S14).
To avoid cross-contamination, ensure run-to-run repeatability, and provide
uniform surface properties, the channels were rinsed in the following order
before each ITP experiment: 10% bleach for 2 min, deionized (DI) water for
2 min, 1% Triton-X for 2 min, DI water for 2 min, 1 M NaOH for 2 min, and DI
water for 2 min. Between each rinse step, the channel was completely dried
using vacuum. For this study, a single chip was used for all experiments, and
the aforementioned wash steps ensured no cross-contamination between
samples. The buffer loading procedure and buffer placement in the channel
sections are detailed in SI Appendix, Fig. S12.

ITP Extraction of Total Nucleic Acids. ITP was used to extract total nucleic acids
from 10 μL of primary NP swab clinical samples in VTM. Samples were ac-
quired from the Stanford clinical virology laboratory. Ten microliters of NP
sample was mixed with 1.1 μL of 10× lysis buffer and incubated at 62 °C for
2 min. The 1× composition of lysis buffer included 1.5% Triton X, 1 mg/mL
Proteinase K, and 0.1 mg/mL carrier RNA (Thermo Fisher). Following incu-
bation, 1 μL of 300 mM Hepes buffer was added, and 10 μL of this mixture
was dispensed in the TE reservoir on-chip (SI Appendix, Fig. S12). The LE
buffer in the main channel consisted of 100 mM Tris·HCl (pH 7.5), 1 U/μL
RNasin Plus, 0.2% Triton X, 1% of 1.3-MDa Polyvinylpyrrolidone (PVP) and
1× SYBR Green I. SYBR Green I was used to visualize the ITP peak which
contained nucleic acids (Fig. 2B). The 10-μL extraction buffer in the LE res-
ervoir consisted of 20 mM Tris·HCl (pH 7.5), 1 U/μL RNasin Plus, and 0.1 mg/mL
carrier RNA. The low-concentration extraction buffer does not significantly

modify the LAMP/PCR master mix buffer composition, and was thus used to
ensure compatibility with downstream PCR and LAMP amplification (22). The
effective electrophoretic mobilities of chloride (LE coion) and Hepes (TE coion)
are 7.91 × 10−8 m2·V−1·s−1 and 2.09 × 10−8 m2·V−1·s−1, respectively. The free
solution mobility of nucleic acids is buffer dependent and only a weak func-
tion of sequence length, and the value is typically between 3 × 10−8 m2·V−1·s−1

and 4 × 10−8 m2·V−1·s−1 (25). Importantly, the free solution mobility of nucleic
acids is bracketed between our chosen LE and TE coions (10, 26). ITP extraction
of nucleic acids was performed at constant voltage of 1 kV supplied by a
Keithley 2410 high-voltage sourcemeter (SI Appendix, Figs. S12 and S13).

RT-LAMP Reactions. RT-LAMP reactions were carried out off-chip (in tubes)
with the WarmStart LAMP Kit (NEB) using the manufacturer’s recommended
protocol. The final concentrations of LAMP primers were 1.6 μM for forward
inner primer (FIP) and backward inner primer (BIP), 0.2 μM for forward outer
primer (F3) and backward outer primer (B3), and 0.8 μM for forward loop
primer (LF) and backward loop primer (LB), as used in Broughton et al. (3).
Reactions were performed with a final volume of 10 μL, and were set up
separately for N, E, and RNase P genes. LAMP reaction mixtures were incu-
bated at 62 °C for 20 min.

For ITP–CRISPR analytical LOD experiments (Fig. 2E), 4 μL of contrived
sample containing a mixture of viral RNA (2 μL) and pooled negative clinical
NP swab extracts (2 μL) was used as template. For tests involving the com-
plete 30-min assay on clinical patient samples (Fig. 2 F and G), we used 3 μL
of ITP-extracted nucleic acids as template for each LAMP reaction. For ex-
periments that evaluated ITP–CRISPR detection on 64 clinical samples (Fig. 3),
4 μL of NP swab extracts was used as template, and RT-LAMP was carried out
off-chip for 30 min followed by 5 min of on-chip ITP–CRISPR detection
(mode 2).

Cas12–gRNA Complex Preparation. A 10× Cas12–gRNA complex mixture was
prepared by preincubating 1 μM of LbCas12a (NEB) with 1.25 μM gRNA in 1×
NEBuffer 2.1 at 37 °C for 30 min. Cas12–gRNA complexes were prepared
independently for N, E, and RNase P genes. For ITP cofocusing visualization
experiment in Fig. 1C, a 10× Cas12–gRNA complex was prepared using 1 μM
of LbCas12a (NEB) and 0.5 μM of Cy5-labeled gRNA. Here, a molar excess of
LbCas12a was used to minimize free, unbound gRNA.

ITP–CRISPR Detection. The LE buffer consisted of 200 mM Tris, 100 mM HCl,
10 mM MgCl2, and 0.1% PVP. The TE buffer consisted of 100 mM Tris, 50 mM
Hepes, 10 mM MgCl2, 0.1% PVP, and 250 nM ssDNA fluorescence quencher
reporter (/56-FAM/TTATT/3IABkFQ/, IDT). Before each SARS-CoV-2 ITP–
CRISPR detection experiment, 2 μL of the 10× LbCas12-gRNA complex was
combined with 2 μL of the corresponding LAMP amplicon and 16 μL of LE
buffer. For ITP cofocusing visualization experiments in Fig. 1C, 2 μL of the
10× LbCas12–gRNA complex was combined with 2 μL of preprepared Mtb
dsDNA template and 16 μL of LE buffer. The on-chip buffer loading proce-
dure is described in SI Appendix, Fig. S12.

The ITP–CRISPR detection experiments were performed at constant cur-
rent of 4 μA supplied by a Keithley 2410 sourcemeter (SI Appendix, Figs. S12
and S13). Fluorescence images of the moving ITP peak were acquired in 30-s

Table 1. Comparison of ITP–CRISPR-based detection with the conventional CRISPR-based (3) and RT-PCR assays (1, 2)

ITP–CRISPR assay (extraction/
preamplification/CRISPR–Cas)

Conventional CRISPR assay
(preamplification/CRISPR–Cas) RT-PCR

Target genes N gene, E gene N gene, E gene N gene, E gene
Control gene RNase P RNase P RNase P
LOD 10 copies per μL 10 copies per μL 1 copy per μL
Requires separate nucleic acid

extraction
No Yes Yes

Time for nucleic acid extraction
(approximate)

5 min (on-chip) 30 min to 1 h (with bulky equipment) 30 min to 1 h (with bulky
equipment)

Time for reaction
(amplification+detection;
approximate)

30 min to 35 min (high-temperature
amplification, room temperature

detection)

30 min to 40 min (high- temperature
amplification and detection)

2 h (high- temperature
amplification and detection)

Total assay time (raw sample to
result)

30 min to 40 min 1 h to 1.5 h 2.5 h to 3 h

Assay control Electric field; automated Manual Manual
Quantitative No No Yes
Reagent consumption <0.2 μL (on-chip) Up to 100 μL (in tube) 20 μL (in tube)
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intervals using a CMOS camera (Hamamatsu ORCA-Flash4.0) mounted on an
inverted epifluorescence microscope (Nikon Eclipse TE200). For widefield
images of ITP peak in Fig. 1B, we used a microscope objective (Nikon) with
2× magnification and 0.1 NA objective to enable imaging over a wide field
of view. For all other quantitative fluorescence measurements of the ITP
peak, a 10× magnification and 0.4 NA (Nikon) objective was used.

For ITP cofocusing visualization experiments of Fig. 1C, a white LED
(Thorlabs) excitation source was used to enable simultaneous imaging of a
Cy5-labeled (red channel) gRNA of the Cas12-gRNA complex and cleaved
FAM-labeled (green channel) ssDNA reporter molecules. During the experi-
ment, we manually switched between filter cubes for the green and far-red
emission wavelengths. For all other experiments involving ITP-based nucleic
acid extraction and ITP–CRISPR assay quantification, we used blue LED ex-
citation source with a green emission filter cube. Fluorescence measure-
ments (Figs. 1 C and D and 2F and SI Appendix, Fig. S3) showed an ITP peak
width of ∼40 μm to 70 μm across experiments. Using the channel cross-
sectional area of 1,628 μm2, we estimate the volume of the ITP peak re-
gion to be of order ∼100 pL.

Image Analysis of Fluorescence Readouts. The fluorescence signal was calcu-
lated from raw experimental images using ImageJ software (NIH). Fluores-
cence intensity values were integrated over a predefined square region
around the ITP peak. The dimension of the square region was around four
channel widths. A background value was obtained by integrating the signal
over a square region with the same dimensions in the same image and in a
region significantly away from the ITP peak. The reported signal is the
background subtracted integrated fluorescence intensity. For test interpre-
tation, a threshold for end-point fluorescence signal was chosen to be a
value that was fivefold greater than the signal from no template control. An
end-point fluorescence signal above and below the threshold was inter-
preted as positive and negative detection, respectively.

SARS-CoV-2 RT-PCR Assay. The RT-PCR assay was performed using the ABI
7500 Fast DX (Applied Biosystems) instrument. We performed assays for the

E and RNase P genes separately in 20-μL reaction volumes using the Luna
Universal Probe One-Step RT-PCR Kit (New England Biolabs). The final con-
centrations of primer and probe were 400 and 200 nM, respectively. We fol-
lowed the recommended protocols in Corman et al. (1) and the Stanford
clinical virology laboratory’s SARS-CoV-2 RT-PCR test (14). For quantification
from clinical samples, we used 8 and 2 μL of ITP-extracted nucleic acids for the
E gene and RNase P gene reactions, respectively. For the E gene standard
curve, we used 5 μL of various dilutions of synthetic RNA controls as template.

Human Clinical Sample Collection and Preparation. Clinical positive and pooled
negative SARS-CoV-2 NP swab samples in VTM were collected at the Stan-
ford Clinical Virology laboratory. For quantification experiments (Fig. 2 C, F,
and G), the original positive clinical NP swab specimen (Covid19-D0) was
diluted 1:10 (Covid19-D1), 1:100 (Covid19-D2), and 1:1,000 (Covid19-D3) in
VTM from pooled negative clinical NP swab specimens. The sample label “D”
indicates the log10 amount of dilution of the original positive sample. We
used these serial dilutions to enable systematic quantification of extraction
using RT-PCR and to estimate LOD of the ITP–CRISPR enzymatic assay on
clinically representative samples. The negative control comprised of pooled
negative clinical NP swab samples.

For evaluation of the ITP–CRISPR detection method on 32 positive and 32
negative clinical specimens (Fig. 3), total nucleic acids were extracted from
500-μL NP swab specimens using the QIAsymphony DSP Virus/Pathogen Midi
Kit and eluted in 60 μL. Residual eluates after the clinical testing were dei-
dentified and used for this study.

Data Availability. All study data are included in the article and SI Appendix.
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