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the skull directly over the source appears to provide the
greatest effect on the external field pattern (23).

METHODS AND RESULTS

Magnetic Sensing System. The neuromagnetic measuring
system consists of (Fig. 1A) a magnetically shielded room to
reduce the effect of ambient field noise and radio frequency
signals, two cryogenic dewars holding liquid helium in which
the magnetic sensors are suspended, gantries to support the
dewars from the ceiling of the shielded room, a probe position
indicator (PPI) consisting of a transmitter on each dewar and
set of three receivers placed on a band about the subject's
head to determine the position and orientation of the sensors
with respect to the head, and a bed or chair for the subject.
Each dewar contains a set of seven sensors whose detection
coils (Fig. 1B) are oriented so they point to the approximate
center of the subject's head. The bottom of each outer coil is
mounted 2 cm from the axis of the center coil. Each detection
coil has the geometry of a second-order gradiometer (three
coaxial coils connected in series, the center coil having twice
as many turns as the bottom and top coils, and wound in the
opposite sense) to further reduce the effect of residual
magnetic noise within the shielded room. The diameter of the
detection coil is 1.5 cm, and the baselength between adjacent
coils is 3.7 cm. The detection coil is coupled to a supercon-
ducting quantum interference device (SQUID) located higher
in the dewar and the SQUID's response to a field is monitored
by a set of room temperature electronics whose voltage
output is proportional to the net magnetic flux threading the
detection coil. The system, therefore, responds to signals
within the bandwidth from dc to several kilohertz. A com-
plement of amplifiers and bandpass filters process the signals
from the set of 14 SQUIDs before recording on a computer.
An additional four SQUIDs and detection coils are included
in each dewar to further reduce field noise by adaptive
filtering procedures, but they were not needed for the studies
reported here.
Head-Based Coordinate System. All measurements were

referred to a three-dimensional coordinate system based on
the subject's periauricular points and nasion. The axes of this
system are defined by touching these positions in turn with a
stylus connected to the PPI. The origin of the head-based
system is defined as the midpoint between the periauricular
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FiG. 1. (A) Neuromagnetic system located in a magnetically
shielded room. Two dewars are suspended over the subject's head in
the positions used to record activity of auditory cortex of the left
hemisphere. (B) Each dewar (DW) contains liquid helium (LH),
seven SQUIDs (SQ), and respective detection coils (DC). Detection
coils are wound of superconducting wire and supported by an in-
sulating mount so they all point to a position that is close to the center
of the subject's head.

points. The x axis is defined as the line from the origin that
passes through the nasion. The z axis is defined as the line
passing upward from the origin in a direction that is perpen-
dicular to the plane defined by the x axis and the line joining
the periauricular points. Finally, the y axis is defined as the
line passing out of the left side of the head from the origin,
lying perpendicular to the x and z axes. All sensor measure-
ment positions about the head are specified in this head-based
system by the PPI.
Model Sphere. The first evaluation of this system was

carried out through measurements of the field pattern from a
current dipole placed within a spherical conductor (Fig. 2A).
A Lucite sphere with an inner radius of 10.5 cm and a
thickness of 2 mm was filled by a saline solution, and a hole
through the bottom permitted an insulating rod to be inserted
and held at various positions inside. Attached to the rod was
a tightly twisted pair of insulated fine wires whose end
segments formed the top of a "T" at the end of the rod, with
tips exposed to permit current to flow into the solution. This
provided a current dipole 5 mm long. The current (58 nA * m)
was sufficient to produce a peak field at the sphere's surface
of about 500 ff. A Velcro band attached three PPI receivers
to the sphere at widely separated noncolinear positions. The
PPI stylus was touched to positions marked on the sphere
representing the periauricular points and nasion, and these
were recorded automatically to establish a head-based coor-
dinate system. The two dewars were oriented at about 30° and
450 from the vertical so their sensors could monitor fields on
opposite sides of the dipole. A sinusoidal current (10 Hz) was
passed through the current dipole, and the corresponding
magnetic field was averaged for 1000 periods. The bandwidth
of recording was 1-50 Hz. After each measurement, the
sphere was turned about a vertical axis so measurements
could be made at another pair of positions. The PPI auto-
matically computed the new positions of each sensor in
head-based coordinates.
To obtain a qualitative appreciation of the field pattern, an

isofield contour map was produced, with minimal smoothing
defining the contours (Fig. 2B). The classic field pattern of a
current dipole was obtained with a region ofoutward directed
field and another of inward directed field on opposite sides of
the dipole. Some irregularity in the contours came from the
fact that not all of the sensors are oriented radially for each
position. While this affected the smoothness of the contours,
it did not affect the accuracy of the program that determines
the location, orientation, and moment of the current dipole;
since the program takes into account the actual orientation of
the sensor with respect to the surface of the sphere.

This procedure was repeated 32 times over a 1-month
period to determine the reproducibility of the method. The
corresponding deduced positions of the dipole are compared
in Fig. 2C with the actual position obtained from x-rays of the
setup. All of the positions lie within 3 mm ofthe actual source
position.
Model Skull. To confirm the above measurements by using

a non-radially symmetric model, a similar procedure evalu-
ated the accuracy of locating a current dipole within a model
skull. The model consisted of a plastic skull whose eye
sockets and lower edge were sealed to contain a saline
solution. A current dipole was inserted upward from the
base, to lie approximately 3 cm beneath the skull in the left
posterior frontal area. The shape of the outer surface of the
skull over a circular area with a radius of approximately 5 cm
centered over the dipole was digitized with the PPI stylus.
The position was determined by computer for the center of
the best-fitting sphere to model the cranium. Magnetic
measurement procedures were similar to those for the sphere
just described, except that the individual dewars were moved
from one place to another to record field values. Approxi-
mately 63 sensor positions were recorded in a session. This

Neurobiology: Yamamoto et al.

A

D
ow

nl
oa

de
d 

by
 g

ue
st

 o
n 

S
ep

te
m

be
r 

21
, 2

02
0 



8734 Neurobiology: Yamamoto et al.

B

E

10
C

x
"I
v

5cm

2cm

-10-

z

mm

FIG. 2. (A) Lucite sphere with current dipole supported by a rod inside it. (B) Isofield contours at 100-ff intervals obtained from field values
measured at locations denoted by + (field emerging from the surface) and - (field entering the surface). (C) Corresponding de-
duced locations of the current dipole for 32 sets ofmeasurements, with the origin denoting the actual location of the dipole. (D) Plastic model skull
with an indication of the position above a current dipole held inside. (E) Isofield contours at 100-ff intervals projected onto the skull to illustrate
the area over which measurements were obtained. (F) Corresponding deduced locations of the current dipole for 22 sets of measurements, with
the origin denoting the actual location of the dipole.

was repeated 22 times over a period of several days. A
representative isofield contour map is shown in Fig. 2E in
relationship to the skull. The accuracy in determining the
location of the dipole was virtually the same (Fig. 2F) as for
the sphere described earlier. All the deduced locations lie
well within 3 mm of the actual location determined by
computerized tomography scans.

Auditory Evoked Responses. The third study in this series
assessed the accuracy of this procedure in locating an
equivalent current dipole source within the human head.
Three right-handed volunteers were studied by the same
method as for the model skull, except that a circle on the scalp
with a radius of about 5 cm with its center approximately 7
cm above the ear canal was digitally characterized for fitting
the sphere model. Comparison with MRIs indicated that the
thickness of the skull was uniform to within about 20% over
this area, so the scalp characterization would yield the same
locations for the center of the sphere as the curvature of the
inner surface ofthe skull. Tone burst stimuli with a frequency
of about 1 kHz and duration of 400 ms were presented with
a random interstimulus interval uniformly distributed within
the range of 1.0 to 3.4 s. Stimuli were provided to the right ear
through airline style plastic earphones at an intensity ofabout
70 dB SPL. For each position 100 responses were averaged.
The entire recording procedure took 60 min to obtain mea-
surements at 64 sensor positions over the scalp. In addition,
MRI recordings were obtained. The coordinates of positions
on the MRI slices were indexed to the head-based coordinate
system by attaching markers to the skin when the images
were recorded.

Fig. 3 shows representative isofield contours for one
subject, displaying 'the two areas of strongest field. The
mid-point of the pattern lies above the ear canal, which is
expected for a source lying in auditory cortex. The dots in the
MRI scans depict the deduced position ofthe neuronal source
with respect to the three principal cross sections of the head,
for slices that pass near the computed location. To within our
uncertainty of 3 mm, the source lies within the cortical layer
forming a portion of the floor of the Sylvian fissure. Fig. 4 B

and D shows isofield contours for two other subjects. Note
that here also the midpoints lie approximately over the ear
canal. The corresponding positions of the computed sources
are shown in the coronal MRI slices, here enlarged in
comparison with those in Fig. 3. Again, the sources lie within
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FIG. 3. (A, C, and D) MRI cross sections for subject WH that

pass through the deduced location of the source for the 100-ms
component of the auditory-evoked response (dots). (B) Positions of
field measurements and isofield contours for the subject. Also shown
are examples of the averaged time-series data obtained by the two
seven-sensor dewars near the two-field extrema (100 responses).
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5cm

FIG. 4. (A and C) Portion of the MRI coronal cross sections that
pass through the deduced locations of the source for the 100-ms
component of the auditory-evoked response (dots), for subjects PF
and TY, respectively. (B and D) Positions of field measurements and
isofield contours for the subjects.

the cortex forming the floor of the Sylvian fissure. The
agreement between the deduced locations and position of the
floor of the Sylvian fissure is consistent with the accuracies
previously obtained for measurements with the sphere and
skull models. Dipole moments for the subjects ranged from 10
to 30 nA-m.

Fixed Position Measurements. The application of neuro-
magnetic techniques to clinical diagnoses of neuronal disor-
ders will depend very much on how quickly measurements
can be carried out. To assess the ability of the present system
to quickly characterize features of the tonotopic representa-
tion in human, where tones of higher frequency evoke
activity deeper within the head, measurements were obtained
with the dewars at fixed locations as close to the field extrema
as possible. Tone bursts of 400 ms duration having frequen-
cies of 0.75, 1.00, 1.25, and 1.50 kHz were presented to the
right ear in random order. It was possible to fit the 14
recorded average amplitudes of the N100 magnetic compo-
nent on the left hemisphere by a field pattern produced by a
current dipole. The resulting uncertainty in lateral position
was 4 mm and the uncertainty in depth was 3 mm. On 11 days
the tonotopic sequence was determined over a single octave
in frequency for one subject. These results are illustrated in
Fig. 5. Excellent agreement is obtained with the tonotopic
trends reported earlier (7-9). The precision of the results is
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FIG. 5. Coordinates in y axis for the source of the 100-ms
component of neuronal activity evoked by tone bursts of various
frequencies. Bars give the standard error of the mean of the
uncertainties (67% confidence levels) for the individual determina-
tions of source locations on separate days.

also consistent with theoretical analyses for such a "fixed
position" measurement (24, 25). The measurement time for
locating a single source was about 20 min, although the setup
time for the subject, including characterizing the scalp
surface, was about 20 min.

Adaptation. In carrying out serial measurements on a
subject it is essential to minimize adaptation within and
across averages. Adaptation effects have long been known in
studies of the auditory event-related potential. We employed
a paradigm to investigate the phenomenon for both its
intrinsic and methodological importance. A total of 700 tones
of 1.0, 1.05, or 1.1 kHz were presented in random order, with
the interstimulus interval varying randomly between 1.0 and
3.4 s. Separate averages for three subjects were obtained for
the N100 amplitude of the first 350 responses and the last 350
responses, when the tone was preceded by the same tone and
when preceded by a different tone. Fig. 6 illustrates the
difference for the amplitude trends. Cortical neural activity
decreases when a tone is preceded by an identical tone but
less so when preceded by a different tone, provided there is
a sufficient number of prior presentations of the same tone,
not necessarily consecutive. Consequently there are short-
term as well as long-term features in the response. There was
no change in source location or orientation for adapted
activity when compared with responses not preceded with
the same tone stimulus. Thus each respective area of cortex
responding to the particular tones shows this adaptation effect.

DISCUSSION
The preceding results indicate that neuronal activity can be
located with high accuracy within the human brain for field
strengths at physiological levels, when the geometry of the
cranium can be approximated by a spherical model. Accu-
racy in source location for both the sphere and skull models
was consistently better than 3 mm for a current dipole source
about 3 cm beneath the surface. Comparable precision,
though perhaps not accuracy, may be expected in cases
where the spherical model is less representative, as for
fronto-temporal areas. In these instances, accuracy can be
improved by interpreting the measurements through use of
numerical models for the individual's cranium (22, 23).
Comparisons with MRIs of the individual subjects estab-

lished that the neuronal activity giving rise to the 100-ms
components of the auditory-evoked response for a tone burst
lies in the floor of the Sylvian fissure, and the orientation of
the current dipole is within 10° of being perpendicular to the
surface of the cortex. This orientation is consistent with the
neuronal currents giving rise to the field being the intracel-
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FIG. 6. (A) Response amplitude for the 100-ms magnetic com-
ponent evoked by a tone burst stimulus when a tone is preceded by
an identical tone (squares), different tone (circles), or either condi-
tion (triangles) for subject WH. Data represent an average of the first
and last 350 responses. (B) Running average of relative response
strengths when a tone is preceded by an identical one, for each of
three subjects, averaged over 100 consecutive tone presentations.
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lular currents within pyramidal cells, although we cannot rule
out other possible sources within the cortex. The position of
the source in relation to the ear canal indicates that this
portion of cortex is Herschl's gyrus, the location of the
auditory cortex. Thus we have established the reliability of
the multisensor technique.
Rapid measurements are possible when the approximate

locations of the field extrema are known and the two dewars
are positioned over them. The possibility of extending this
technique to studies of multidimensional functional repre-
sentations of various modalities is especially attractive. For
instance, in the human auditory system, an amplitopic map
runs approximately at right angles to the tonotopic axis.
Thus, with the "fixed position" paradigm, randomly pre-
sented stimuli at various intensities and frequencies can be
utilized for a rapid diagnosis of normal or abnormal cortical
activity with this truly noninvasive methodology. The pros-
pects with larger arrays of sensors are profound.
While this research has been explicitly concerned with

localization ofneuronal activity, it is well to keep in mind that
the magnitude of such activity is also obtained, as the equiv-
alent current dipole moment. That is, localization provides an
objective, quantitative measure of neuronal activity. Thus
there is a real prospect that such quantitative measures may
have value in diagnosing sensory disorders and disease
states.
The adaptation described in this paper is an example where

localization demonstrates that reduction in response field
amplitude is not due to displacement or rotation of the
source, corresponding to a shift of activity from one neuronal
population to another, but to reduction in source strength.
Adaptation is exhibited by neuronal activity in human audi-
tory cortex with both short-term and long-term features. One
significant point to be made is related to randomization of
stimuli. For this procedure to be effective in reducing the
influence of adaptation on neuromagnetic responses, several
different stimuli must be interposed; or perhaps equivalently,
more time must be permitted between the presentation of
similar stimuli. It is worthwhile to consider whether a
dishabituation phenomenon can be demonstrated in this
context.
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